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5.  INTRODUCTION 


it 


The  goal  of  this  project  is  the  development  of  a  compact  solid-state  gamma  camera 
specifically  designed  to  image  metabohcally  active  tumors  in  the  breast  and  axillary  nodes 
with  the  highest  possible  detection  efficiency  and  spatial  resolution.  The  compact  design  (1) 
allows  for  a  larger  number  of  oblique  views,  (2)  provides  shorter  imaging  distances  which 
results  in  improved  spatial  resolution  and  (3)  reduces  cost,  which  will  m^e  the  instrument 
more  widely  available  to  the  medical  community.  See  Appendix  1,  Figure  1  for  a  sketch  of 
the  intiaging  system,  consisting  of  patient,  camera,  and  readout  electronics.  See  Appendix 
1 ,  Figure  2  for  a  sketch  of  the  camera,  consisting  of  the  collimator,  a  4  x  4  array  of  64- 
pixel  detector  modules,  the  motherboard  on  which  they  are  mounted,  and  the  cable  to  the 
computer  interface. 


6.  BODY  OF  THE  PROGRESS  REPORT 

Tasks  proposed  for  months  1-12: 

•  Purchase  CsI(Tl)  arrays  and  collimators  (months  1-6) 

•  Fabricate  silicon  photodiode  arrays  (months  1-18) 

•  Fabricate  custom  integrated  circuits  containing  charge  amplifiers  and  WTA  circuits 
(months  1-18) 

•  Assemble  camera  (collimator,  crystal  arrays,  diode  arrays,  integrated  circuit  readout, 
flex  strip  output  connections  (months  9-24) 


Tasks  proposed  for  months  12-24: 

•  Fabricate  custom  integrated  circuits  containing  charge  amplifiers  and  WTA  crystal 
identifier  circuits  (months  1-18) 

•  Assemble  camera  (collimator,  crystal  arrays,  diode  arrays,  integrated  circuit  readout, 
flex  strip  output  connections)  (months  9-24) 

•  Interface  camera  to  computer  (months  18-24) 

•  Test  system  using  calibration  pulses  and  small  ^^Co  sources  (months  20-24) 

Tasks  proposed  for  months  24-30; 

•  Measure  intrinsic  spatial  resolution  with  and  without  scatter  (months  24-30) 

•  Measure  pulse  height  resolution  with  and  without  scatter  (months  24-30) 

•  Measure  planar  sensitivity  and  count  rate  performance  (months  28-36) 

•  Acquire  images  of  isotope  distributions  using  standard  plastic  phantoms  (months  28- 
36) 


Collimators 

Based  on  our  computer  simulations  [1],  we  have  identified  and  acquired  three 
collimator  designs  that  will  work  well  for  breast  cancer  imaging.  All  have  parallel 
hexagonal  chaimels  with  lead  septa  and  cover  an  area  10  x  10  cm^  (more  than 
sufficient  to  cover  a  plane  of  16  24  x  24  mm^  detector  modules).  All  designs  have 
1.5  mm  diameter  holes  and  a  septal  thickness  of  0.25  mm  but  vary  in  length: 
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23.5  mm  (all  purpose),  16.5  mm  (high  sensitivity),  and  13.0  mm  (ultra  high 
sensitivity). 


CsI(Tl)  Crystal  Arrays 

Two  CsI(Tl)  12  X  20  cm^  crystal  arrays  with  a  depth  of  5  mm  and  optically-isolated 
3.0  X  3.0  mm^  pixels  were  acquired.  These  were  cut  into  32  smaller  8x8  pixel 
arrays  consisting  of  64  pixels  each.  The  average  dimensions  on  these  smaller  arrays  is 
24.2  X  24.2  mm^. 


Silicon  Photodiode  Arrays 

We  have  successfully  fabricated,  diced,  tested,  and  passivated  64-pixel  (8x8 
element)  silicon  PIN  photodiode  arrays  (Appendix  1,  Figure  3)  [2].  These  arrays  are 
larger  versions  of  the  12-pixel  (3x4  element)  arrays  we  had  previously  developed 
[3].  The  new  arrays  maintain  the  same  3.0  x  3.0  mm^  pixel  size  and  per-pixel 
capacitance  of  about  2  pF. 

The  34  arrays  diced  from  the  5  most  promising  silicon  wafers  provided  a  total  of  2176 
pixels  with  a  98.5%  yield  of  "good"  pixels  (good  being  defined  as  <100  pA  leakage 
current  at  room  temperature  and  50  V  bias).  These  2143  good  pixels  demonstrate  an 
extremely  low  leakage  current  of  28  ±  7  pA  (average  ±  standard  deviation)  at  room 
temperature  and  50  V  bias,  about  an  order  of  magnitude  better  than  the  best  64-pixel 
arrays  that  are  commercially  available.  These  data  are  summarized  in  the  histogram 
presented  in  Figure  1.  We  now  have  in  our  possession  about  25  arrays  whose 
performance  makes  them  excellent  candidates  for  the  final  16-module  camera. 

Photodiode  quantum  efficiency  at  the  540  nm  emission  wavelength  of  CsI(Tl)  is 
approximately  80%. 


Custom  Integrated  Circuit  Readout  Chip 

We  developed  a  custom  integrated  circuit  chip  containing  64  low-noise  ch^ge 
amplifiers  and  pulse  shapers,  a  64-channel  winner-take-all  (WTA)  crystal  identifier 
circuit,  address  electronics,  and  computer  control  of  both  the  shaping  time  arid  gain  of 
the  64  individual  amplifiers  [4].  Bas^  on  testing  and  experimentation  with  this  version 
of  the  chip,  we  had  refined  the  design  of  both  the  low-noise  charge  amplifiers/pulse 
shapers  and  the  WTA  crystal  identifier.  This  culminated  in  two  new  16-channel 
prototype  ICs  (one  for  the  anq)lifiers  and  one  for  the  WTA)  which  were  then 
thoroughly  tested  and  debugged. 

Based  on  those  results,  we  have  completed  our  design  of  the  final  version  of  the  64- 
channel  custom  readout  IC.  This  IC  incorporates  both  an  improved  array  of  64  charge 
amplifiers/pulse  shapers  and  an  improved  64-input  WTA  circuit.  (See  Appendix  1, 
Figure  4.)  The  IC  has  been  successfully  fabricated,  diced  from  its  wafers,  had  its 
backside  coated  with  gold,  and  been  wirebonded  to  our  custom  IC  test  boards.  The  IC 
meets  performance  expectations  as  follows:  (1)  power  consumption  is  nominal,  (2)  rise 
and  fall  times  can  be  externally  adjusted,  (3)  the  gain  of  each  pre-amplifier  can  be 
externally  adjusted,  (4)  the  photodiode  dark  current  compensation  in  each  pre-amplifier 
can  be  externally  adjusted,  (5)  qualitatively  electronic  noise  looks  acceptable,  (6)  the 
WTA  circuitry  correctly  outputs  the  analog  signal  with  the  greatest  amplimde,  (7)  the 
WTA  circuitry  produces  the  correct  digital  address  for  the  channel  with  the  largest 
analog  signal,  (8)  the  operational  mode  and  noise-suppression  threshold  of  the  WTA 
can  be  externally  controlled,  and  (9)  the  IC  only  responds  to  commands  containing  the 
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correct  identifier  sequence  (thus  allowing  multiple  ICs  on  the  same  bus  to  be  controlled 
separately).  (See  Appendix  1,  Figure  5.) 


Detector  Module 

See  Appendix  1,  Figure  6  for  a  photograph  of  a  complete  detector  module,  consisting 
of  an  8  X  8  array  of  3  mm  x  3  mm  CsI(Tl)  crystals  5  mm  deep,  the  low-noise  silicon 
photodiode  array,  the  ceramic  mounting  board,  and  the  custom  integrated  circuit 
readout  chip,  and  the  emf  shield.  Appendix  1,  Figure  7  shows  the  individual 
components. 

The  multilayer  ceramic  circuit  boards  host  the  custom  IC  readout  and  control  lines  and 
as  well  as  bypass  capacitors,  a  metal  cover  to  protect  and  EM  shield  the  IC,  and 
connectors  for  plugging  an  individual  module  into  the  motherboard. 

The  steps  that  must  be  performed  to  complete  an  individual  detector  module  are  as 
follows: 

1  The  custom  readout  IC  is  mounted  onto  the  ceramic  board. 

2  Wirebonds  are  made  between  the  ceramic  board  and  the  IC. 

3  A  printed  circuit  board  is  glued  to  the  ceramic  board. 

4  Wirebonds  are  made  from  the  IC  pads  to  bonding  pads  on  the  printed  circuit  board. 

5  The  photodiode  array  is  attached  to  the  ceramic  using  conductive  epoxy  for 
electrical  connection. 

6  Underfill  is  applied  between  the  photodiode  array  and  the  ceramic  board  to 
minimize  the  stress  on  the  conductive  epoxy  bond. 

7  The  CsI(Tl)  scintillator  array  is  attached  to  the  photodiode  array  using  optically- 
transparent  epoxy. 

Steps  (1)  to  (4)  are  out-sourced  to  an  assembly  company.  We  have  been  doing  steps 
(5)  to  (7)  in  our  lab.  Step  (5)  require  precision  aUgnment  and  careful  dispensing  of  the 
conductive  epoxy.  We  are  in  the  process  of  evaluating  out-sourcing  steps  (5)  to  (6)  to 
another  assembly  company. 


Motherboard 

See  Appendix  1,  Figure  8  for  a  photograph  of  the  printed  circuit  motherboard  on  which 
a  4  X  4  array  of  detector  modules  can  be  mounted.  This  motherboard  also  contains 
resistor  networks,  peak  detect  hardware,  and  electronically-adjustable  potentiometers. 
Appendix  1  Figure  9  shows  the  readout  timing  and  peak  detect  circuitiy  and  Appendix 
1,  Figure  10  shows  the  overall  readout  architecture.  Appendix  1,  Figure  11  shows  the 
motherboard  timing  diagram. 

The  motherboard  employs  a  custom  winner-take-all  (WTA)  IC  to  identify  the  module 
which  has  the  largest  analog  output  in  any  given  event.  The  peak  of  tlie  signal  is 
found  using  a  peak  detect  circuitry  and  subsequently  sent  to  an  ADC  on  the  data 
acquisition  card.  The  motherboard  also  enables  the  correct  output  address  bits  that 
identify  the  pixel  that  generated  the  “winner^’  signal. 

We  have  fabricated  4  motherboards  for  the  gamma  camera.  Each  is  capable  of  imaging 
with  a  maximum  of  16  individual  64-pixel  imaging  modules  resulting  in  a  1024- 
pixel  camera  covering  an  area  of  9.6  cm  x  9.6  cm. 
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Imaging  Tests 

The  software  for  the  data  acquisition  and  calibration  of  the  camera  have  been 
implemented  and  we  have  successfully  demonstrated  the  camera’s  capability  and 
performance  using  a  single  imaging  module  excited  with  a  122  keV  ^’Co  point  source 
(2.7  mm  in  diameter).  See  Appendix  1,  Figure  12  for  pulse  height  sp^tra  from 
individual  crystals,  and  Appendix  1,  Figure  13  for  the  first  images  of  a  point  source. 
The  average  energy  resolution  of  the  imaging  module  is  about  17.4%  fwhm  for  140 
keV  gammas. 

7.  KEY  RESEARCH  ACCOMPLISHMENTS 

•  Arrays  of  64  low-noise  silicon  photodiodes  were  fabricated  with  a  yield  per  photodiode 
of  99%  and  an  average  leakage  current  in  good  elements  of  only  22  pA. 

•  We  have  developed  a  functional  64-input  custom  integrated  readout  circuit  chip. 

•  Monte  Carlo  simulation  software  was  developed  and  used  to  optimize  the  final  camera 
design.  High  sensitivity  hexagonal  hole  coUimators  and  3.0  x  3.0  mm^  silicon 
photodiode/CsI(Tl)  scintillator  pixels  were  shown  to  be  wise  design  choices,  while 
cooling  of  the  electronics  in  order  to  lower  noise  proves  unnecessary. 

•  Five  high  purity  silicon  wafers  were  fabricated  and  diced  to  produce  34  64-pixel 
photodiode  arrays  with  a  98.5%  yield  of  good  pixels. 

•  Fabrication  of  the  custom  64-channel  integrated  circuit  readout  chip  was  completed  and 
testing  shows  that  all  functions  are  operational. 

•  Assembly  procedures  for  the  detector  modules  were  developed,  including  gluing 
custom  circuit  boards  together,  mounting  and  wirebonding  the  integrated  circuit, 
mounting  the  photodiode  array,  protecting  the  photodiode  array  with  underfill  epoxy, 
making  additional  wirebonds  between  the  circuit  boards  and  the  photodiode  array,  and 
optically  bonding  the  CsI(Tl)  scintillator  array  to  the  photodiode  array. 

•  Three  printed  circuit  boards  were  designed  and  fabricated:  (1)  a  test  board  for  the 
custom  integrated  circuit  (IC),  (2)  a  ceramic  board  for  mounting  the  photodiode  array 
and  hosting  the  IC  fan  in,  and  (3)  a  multilayer  board  for  routing  the  IC  output  and 
control  lines. 

•  We  have  completed  constmction  of  a  compact  gamma  camera,  consisting  of  64  CsI(Tl) 
crystals,  an  array  of  64  low-noise  silicon  photodiodes,  and  our  custom  readout 
integral^  circuit.  The  first  image  of  a  point  source  was  taken. 
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9.  CONCLUSIONS 

We  have  developed  or  purchased  final  versions  of  aU  major  components  of  the 
proposed  compact  solid-state  gamma  camera:  collimators,  CsI(Tl)  scintillator  arrays, 
special  low-noise  silicon  photodiode  arrays,  and  custom  integrated  circuit  readout  chips. 
Monte  Carlo  simulations  have  helped  optimize  the  final  camera  design,  supporting  the  use 
of  high-sensitivity  hexagonal  hole  collimators  and  3.0  x  3.0  mm^  pixels  while 
demonstrating  that  cooling  the  electronics  is  not  necessary  [1]. 

A  complete  single  module  gamma  camera  was  fabricated  and  an  initial  image  was  taken. 
The  energy  resolution  of  17.4%  fwhm  for  140  keV  gamma  rays  can  be  improved  because 
we  measured  10.7  %  fwhm  using  a  preliminary  3x4  array. 

Based  on  results  to  date,  it  appears  that  our  compact  camera  design  wiU  yield  very 
simUar  performance  to  traditional  SPECT  cameras.  However,  for  the  application  of  breast 
and  axillary  node  imaging,  our  compact  design  wUl  have  the  advantages  of:  (1)  more 
potential  imaging  angles,  (2)  shorter  imaging  distances  and  hence  higher  image  quality,  and 
(3)  lower  cost,  making  the  camera  more  readily  available.  Once  completed,  the  new  camera 
may  help  make  scintimammography  a  valu^le  complement  to  traditional  breast  cancer 
screening  and  diagnostic  techniques. 
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Abstract — We  present  a  complete  64-pixel  compact  gamma 
camera  imaging  module  consisting  of  optically  isolated 
3mm  X3mm  X5  mm  CsI(TI)  crystals  coupled  to  a  custom 
array  of  low-noise  Si  PIN  photodiodes  read  out  by  a  custom 
IC.  At  50  V  bias  the  custom  64-pixel  photodiode  arrays 
demonstrate  an  average  leakage  current  of  28  pA  per 
3  mm  X  3  mm  pixel,  a  98.5%  yield  of  pixels  with  <100  pA 
leakage,  and  a  quantum  efficiency  of  about  80%  for  540  nm 
CsI(TI)  scintillation  photons.  The  custom  64-channel  readout 
IC  uses  low-noise  preamplifiers,  shaper  amplifiers,  and  a 
winner-take-all  (WTA)  multiplexer.  The  IC  demonstrates 
maximum  gain  of  120  mV  / 1000  e’,  the  ability  to  select  the 
largest  input  signal  in  less  than  150  ns,  and  low  electronic 
noise  at  8  ^is  peaking  time  ranging  from  25  e”  rms  (unloaded) 
to  an  estimated  180  e"  rms  (photodiode  load  of  3  pF,  50  pA),  A 
complete  64-pixel  detector  using  the  final  photodiode  arrays 
and  prototype  ICs  yields  an  average  room  temperature  energy 
resolution  of  17%  fwhm  for  the  122  keV  emissions  of  ®’Co. 
Construction  of  an  array  of  such  imaging  modules  is 
straightforward,  hence  this  technology  shows  strong  potential 
for  numerous  compact  gamma  camera  applications, 
including  scintimammography. 

I.  Introduction 

The  need  for  small,  compact  gamma  cameras  that  can 
provide  close  proximity,  high  quality  single  photon 
imaging  of  small  organs  has  been  emphasized  in  recent  years 
by  the  problem  of  breast  cancer.  For  the  180,000  new  breast 
cancer  cases  and  44,000  related  deaths  in  the  U.S.  each  year 
[1],  [2]  conventional  Anger  cameras  have  proven  suboptimal 
in  imaging  tumors,  in  part  because  their  large  and  bull^  size 
prevents  close  access  to  desired  imaging  sites.  The  result  is 
decreased  sensitivity,  a  problem  which  could  be  lessened  by 
compact  camera  design.  Other  small  organ  imaging 
applications,  as  well  as  applications  involving  suigical 
probes  or  the  imaging  of  small  animals,  would  also 
potentially  benefit  from  compact  gamma  cameras. 

The  most  common  approach  to  designing  a  compact 
gamma  camera  is  to  replace  the  bulky  photomultiplier  tubes 
(PMTs)  with  much  more  compact  devices,  either  solid-state 
photodetectors  [3]-^6]  or  solid-state  radiation  detectors  such 
as  CdZnTe  which  replace  the  scintillator  in  addition  to  die 
PMTs  [7H8].  The  major  technological  challenge  in 
implementing  these  designs  is  to  achieve  a  system  tiiat 
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matches  Anger  camera  performance,  particularly  with  regard 
to  eneigy  resolution,  reliability,  and  cost.  Silicon 
photodiodes  have  traditionally  suffered  from  excessive 
electronic  noise,  Hgl2  photodiodes  typically  experience 
reliability  problems,  and  CdZnTe  remains  an  expensive 
material  from  which  it  is  difficult  to  mass  produce  arrays  <f 
useful  imaging  size. 

The  solid-state  detector  (either  photodiodes  or  CdZnTe) 
thus  requires  innovative  development  to  achieve  the  material 
properties  necessaiy  to  successfully  eliminate  the  PMTs. 
Further,  the  electronics  readout  must  be  made  extremely 
dense  to  accommodate  the  large  number  of  discrete  pixels 
present  in  a  reasonable  imaging  area.  In  this  paper  we  present 
a  64-pixel  compact  imaging  module  consisting  of  dscrete 
CsI(Tl)  crystals  coupled  to  low-noise  Si  PIN  (p-layer, 
intrinsic  layer,  n-layer)  photodiodes  which  are  read  out  by  a 
custom  IC.  This  work  scales  up  our  previous  prototype  work 
[4]  from  12  to  64  pixels  and  presents  a  complete  modular 
design  that  can  be  used  to  realize  a  variety  of  compact  gamma 
camera  configurations. 

II.  Module  Components 

The  key  components  in  the  64-pixel  imaging  module  are 
presented  in  Fig.  1  along  with  their  approximate  sizes.  The 
design  revolves  around  making  the  module  as  compact  as 
possible  in  order  to  optimize  it  for  applications  (such  as 
scintimammography)  which  benefit  fix)m  reduced  imaging 
distances,  a  greater  variety  of  views,  and  unique  configuration 
p>ossibilities  such  as  using  multiple  cameras  simultaneously. 

The  two  critical  innovations  that  make  this  camera 
technology  feasible  are  the  low-noise  Si  PIN  photodiodes  [9] 
and  the  custom  IC  readout  [10].  The  former  replaces  the 
bulky  and  expensive  PMTs  used  in  traditional  Anger 
cameras,  while  the  latter  provides  extremely  dense  processing 
of  64  pixel  signals  per  4.5  mm  x  4.8  mm  IC.  Since  eneigy 
resolution  is  a  prime  concern,  the  electronic  noise  generated 
by  both  devices  must  be  minimized.  This  is  challenging 
because  IC  readout  is  typically  noisy  in  comparison  to 
discrete  component  readout  while  phot^iodes  are  obviously 
noisy  compared  to  PMTs.  The  low-noise  photodiodes 
employed  in  these  modules  are  the  first  reliable  devices  with 
sufficiently  low  room  temperature  leakage  current  to  provide 
adequate  eneigy  resolution  for  the  applications  under 
consideration. 
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Fig.  1.  Key  cx)mponents  in  a  complete  64-pixeI  CsI(TI)  scintillator/Si  PIN 
photodiode  imaging  module  with  custom  IC  readout.  The  total  depth  of  the 
module  depends  on  the  collimator  design  but  is  less  than  4  cm.  A  compact 
gamma  camera  constructed  from  an  array  of  such  modules  need  have  a 
depth  only  slightly  greater  than  that  of  the  individual  modules. 

The  remainder  of  the  components  include  custom  printed 
circuit  boards  that  are  carefully  designed  to  interface  the 
photodiode  signals  with  the  readout  IC  and  a  number  of 
commercially  available  items.  The  latter  include  a  high 
sensitivity  hexagonal  hole  lead  collimator,  an  array  of 
optically  isolated  3  mm  x  3  mm  x  5  mm  CsI(Tl)  crystals, 
connectors,  and  shielding  for  the  IC. 

A.  Silicon  PIN  Photodiode  Arrays 

A  64“pixel  Si  PIN  photodiode  array  with  3  mm  x  3  mm 
elements  is  pictured  in  Fig.  2.  A  series  of  four  guard  rings 
run  around  the  perimeter  of  the  array  to  sink  surface  leakage 
current.  The  array  is  designed  to  maintain  a  3  mm  pitch 
between  pixels  when  butted  up  against  other  arrays,  so  edge 
and  comer  pixels  are  slightly  smaller  than  central  pixels.  The 
comers  of  the  arrays  are  cropped  slightly  in  order  to  allow 
space  for  small  wires  to  carry  the  50  V  bias  around  the  edge 
of  the  array  to  the  backside. 


Si  PIN  photodiode  array 


8x8  array  of  pixels  Cropped  corners 

Fig.  2.  Low-noise  Si  PIN  photodiode  array  consisting  of  64 
3  mm  X  3  mm  pixels,  with  a  quarter  (2.4  cm  diameter)  for  scale.  The  side 
shown  in  the  patterned  n-layer,  while  the  backside  is  the  unpattemed,  light- 
sensitive  n-Iayer.  A  series  of  4  guard  rings  encircle  the  array  of  pixels. 

The  goal  in  implementing  the  64-pixeI  arrays  was  simply 
to  replicate  the  12-pixel  prototype  photodiode  performance 
from  [10]  on  a  larger  scale.  This  is  challenging  in  part 
because  if  the  yield  for  individual  pixels  is  y,  then  the  yield 


t 

for  perfect  12-pixel  arr^s  is  y‘^  while  that  for  64-pixel  arrays 
is  much  smaller  at  y  ,  Since  the  pixel  yield,  y,  for  the  12- 
pixel  prototype  arrays  is  only  about  80%,  this  presents  a 
major  problem.  In  order  to  increase  the  yield  a  new  process 
for  depositing  and  annealing  the  phosphorus-doped 
polysilicon  was  developed:  instead  of  deposition  at  650°  C 
and  no  annealing,  deposition  was  performed  at  500°  C  and 
followed  by  annealing  at  600°  C.  This  increases  the 
photodiode  yield,  y,  to  greater  than  98%  and  thus  the  array 
yield,  y^,  to  at  least  27%.  The  leakage  current  of  the 
photodiodes  is  not  noticeably  affected,  but  as  an  added 
perfonnance  bonus  the  resistivity  of  the  polysilicon  is  reduced 
by  almost  an  order  of  magnitude. 

Fig.  3  presents  a  histogram  of  the  leakage  currents  of  the 
pixels  in  34  arrays.  The  devices  were  in  darkness  at  room 
temperature  under  50  V  bias.  The  “good”  pixels  (those  with 
less  than  100  pA  leakage  current)  demonstrate  an  average 
current  of  28  ±  7  pA,  about  an  order  of  magnitude  better  than 
the  best  commercial  Si  photodiode  arrays  presently  available. 
The  guard  rings  of  all  34  arrays  exhibit  an  average  current  (f 
1.7±0.4nA.  Using  the  100  pA  metric,  the  yield  tor 
individual  photodiode  elements  is  2143  of  2176,  or  98.5%. 
This  provides  a  respectable  y^  of  38%,  which  is  consistent 
with  the  observed  yield  of  41%  (14  of  34)  flawless  arrays. 
Further,  if  one  “bad”  (i.e.,  high  leakage  current)  pixel  per 
array  is  acceptable,  then  the  array  yield  increases  to  74%  (25 
of34). 
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Fig.  3.  Histogramm  of  the  leakage  current  values  for  photodiodes  in  34 
64-pixeI  arrays.  Histogram  bins  are  1  pA  wide.  Photodiodes  are 
3  mm  X  3  mm  in  size  and  were  in  the  dark  at  room  temperature  under  a 
50  V  bias.  The  pixels  with  leakage  current  less  than  100  pA  (2143  out  of 
2176)  demonstrate  an  average  current  of  28  ±  7  pA. 

The  photodiodes  are  optimized  for  the  540  nm  scintillation 
photons  of  CsI(Tl)  with  a  67.9  nm  thick  anti-reflective  layer 
of  indium-tin-oxide  (ITO),  yielding  a  quantum  efficiency  of 
about  80%.  Finally,  the  photodiodes  demonstrate  the 
expected  capacitance  of  about  3  pF  per  pixel. 

B,  Custom  IC  Readout  of  Photodiodes 

The  readout  IC  is  described  in  detail  in  [10].  It  is  a  mixed 
analog-digital  design  fabricated  in  CMOS  0,5  |im  3.3  V 
technology  and  covering  an  area  of  4.5  mm  x  4.8  mm.  Its 
front  end  is  an  array  of  64  analog  input  channels  consisting  cf 
charge-sensitive  preamplifiers  and  shaper  amplifiers,  the 
behavior  of  which  can  be  adjusted  with  external  signals.  The 


noise  perfomiance  of  the  front  end  has  been  carefully  studied 
and  optimized,  and  at  8  |xs  peaking  time  (approximately 
optimal  for  CsI(Tl)  scintillation),  the  performance  ranges  from 
25  e"  rms  when  unloaded  to  an  estimated  180  e“  rms  with  a 
photodiode  load  (3  pF,  50  pA).  The  IC  provides  a  maximum 
gain  of  120mV  /  1000  e“  Prototype  versions  of  the  front  end 
are  described  in  [11]. 

The  remainder  of  the  IC  is  dominated  by  the  “Winner 
Take  All”  (WTA)  circuitry.  This  section  reduces  the  64 
amplified,  shaped  signals  to  a  single  “winner”  channel  by 
constantly  selecting  the  channel  with  the  greatest  amplitude. 
The  end  result  is  that  64  analog  input  lines  are  reduced  to  a 
single  analog  output  line  plus  6  digital  bits  which  identify 
the  location  of  the  winning  channel.  The  IC  is  able  to  select 
the  largest  input  signal  and  generate  the  corresponding  6-bit 
address  in  less  than  150  ns.  Careful  layout  of  the  WTA 
circuitry  is  crucial  since  feedback  of  digital  noise  into  the 
sensitive  preamplifiers  could  result  in  chip  failure.  Prototype 
versions  of  the  WTA  circuitry  are  described  in  [12]. 

III.  Design  Choices 

A  number  of  key  design  decisions  were  made  in  the  course 
of  developing  the  64-pixel  imaging  modules.  These  choices 
are  targeted  at  producing  modules  that  are  viable  as  the 
building  blocks  for  compact  gamma  cameras  useful  for 
scintimammography  and  other  applications.  To  that  end, 
tradeoffs  were  selected  that  provide  good  performance  while 
producing  devices  that  can  be  constructed  and  assembled  into 
a  modular  array  in  a  straightforward  and  reasonably 
inexpensive  fashion. 

A .  Compactness  and  Dead  Area 

The  major  advantages  of  this  technology  revolve  around 
providing  compactness,  so  this  needs  to  be  exploited  to  the 
fullest.  As  is  evidenced  in  Fig.  1,  the  majority  of  the  module 
depth  is  taken  up  by  the  collimator  and  the  CsI(Tl),  which 
cannot  be  made  significantly  smaller.  The  electronics 
readout — including  the  custom  printed  circuit  boards,  the  IC, 
and  the  connectors  for  plugging  into  a  motherboard— are  less 
than  1  cm  in  depth,  much  of  which  is  the  connectors. 

By  maintaining  virtually  no  camera  dead  area,  the  number 
of  useful  clinical  views  this  technology  can  provide  is 
increased.  No  module  components  extend  beyond  the  active 
area  of  the  64-pixeI  array,  so  multiple  modules  can  be  butted 
up  against  each  other  with  little  or  no  dead  area  in  between  or 
at  the  edges  of  the  camera.  Dead  area  at  the  camera  periphery, 
then,  will  be  determined  solely  by  the  thickness  of  the 
packaging  and  lead  shielding.  Note  that  the  photodiodes 
(Fig.  2)  are  designed  to  provide  3  mm  pitch  between  all 
pixels,  even  those  on  different  arrays.  The  slightly  smaller 
edge  and  comer  pixels  employed  to  achieve  this  do  deaease 
signals  levels  in  those  pixels,  but  since  the  corresponding 
CsI(Tl)  crystals  are  still  full  size  there  is  no  introduction  of 
imaging  dead  area. 

B.  Pixel  Size 

Monte  Carlo  simulations  were  conducted  in  [13]  that 
suggest  that  decreasing  pixel  size  much  below 
3  mm  X  3  mm  offers  little  advantage  in  imaging  breast 
tumors.  This  is  not  surprising  given  that  collimator  spatial 
resolution — not  the  intrinsic  spatial  resolution  determined  by 
pixel  size — is  typically  the  limiting  factor  in  such  medical 


applications.  Further,  since  the  size  of  the  tumors  that  can  be 
successfiilly  imaged  with  gamma  cameras  is  generally 
significantly  larger  than  3  mm,  small  pixel  size  is  not 
critical.  Decreasing  pixel  size  (and  therefore  the  area  of  a  64- 
pixel  module)  does,  however,  significantly  increase  the 
density  of  the  readout  electronics,  making  it  challenging  to  fit 
all  the  electronics  within  the  same  area  as  the  pixel  array. 
This  increases  complexity  and  expense  (more  modules  are 
now  required  to  cover  the  same  area),  and  may  result  in  less 
compact  devices.  Hence  3  mm  x  3  mm  pixels  were 
employed. 

C.  Cooling  of  Photodiodes 

Matching  the  ~9%  full-width  at  half-max  (fwhm)  energy 
resolution  offered  by  conventional  Anger  cameras  at  140  keV 
has  historically  been  challenging  with  CsI(Tl)/Si  photodiode 
technology.  One  potential  means  of  improving  energy 
resolution  is  to  the  cool  the  photodiodes  to  about  5°  C  in 
order  to  lower  leakage  current  and  therefore  electronic  noise. 
While  a  room  temperature  energy  resolution  of  10,7%  fwhm 
at  140  keV  was  obser\'ed  in  [4],  a  cooled  environment 
lowered  the  figure  to  7.5%  fWhm  at  122  keV  for  similar 
technology  [5].  However,  the  Monte  Carlo  simulations  in 
[13]  suggest  that  small  improvements  in  energy  resolution  do 
not  significantly  improve  tumor  imaging.  Therefore  the  64- 
pixel  module  described  in  this  paper  is  designed  to  be 
operated  at  room  temperature,  avoiding  the  added 
complexity,  size,  and  expense  of  a  cooling  system. 

D,  Collimation 

Although  any  collimator  could  be  attached  in  front  of  the 
detector  module,  the  intent  is  to  use  a  high  sensitivity 
hexagonal  hole  lead  collimator.  Again,  the  simulations  in 
[13]  suggest  that  high  sensitivity  is  more  advantageous  than 
high  resolution  and  that  hexagonal  holes  perform  comparably 
to  square  holes.  As  new  collimator  technology  advances, 
however,  it  may  become  preferable  to  use  a  square  hole 
tungsten  laminate  collimator  wherein  the  square  holes  are 
matched  to  the  individual  pixels.  Matching  more  than  one 
hole  to  each  pixel  (e.g,,  4-to-l  or  9-to-l)  offers  the  possibility 
of  an  extremely  compact  collimator. 

IV.  Complete  64-Pixel  Modules 

A.  Module  Assembly 

A  complete  64-pixel  module  immediately  prior  to  the  final 
assembly  steps  is  depicted  in  Fig.  4.  Assembly  of  the 
components  requires  a  careful  series  of  steps  during  which 
multiple  epoxies  are  applied,  wirebond  connections  are  made, 
and  surfece  mount  components  are  soldered  into  place.  Key 
challenges  during  assembly  revolve  around  the  very  sensitive 
photodiode  array  and  readout  IC,  including  avoiding  physical 
damage  to  them,  avoiding  thermal  damage  to  them,  and 
providing  them  with  all  necessaiy  wirebond  and  conductive 
epoxy  electrical  connections. 


Surface  mount  Custom  printed 


Fig.  4.  Complete  but  unassembled  64-pixel  module.  The  CsI(Tl)  and  low- 
noisc  photodiode  array  arc  coupled  together  with  transparent  epoxy.  The 
photodiodes  connect  to  the  custom  printed  circuit  boards  via  carefully 
applied  drops  of  conductive  epoxy.  The  readout  IC  is  wirebonded  to  the 
printed  circuit  boards,  which  support  the  1C  by  routing  input  signals  from 
the  photodiodes,  control  signals  from  the  connectors,  and  the  output  signals 
generated  by  the  1C. 

B.  Energy  Resolution 

Typical  room  temperature  pulse  height  spectra  for  channels 
excited  by  the  122  keV  emissions  or  ^Co  are  shown  in  Fig. 
5.  These  results  are  typical  of  the  64-pixel  modules,  with 
energy  resolutions  ranging  from  15  to  18%  fwhm  and 
averaging  17%.  At  140  keV  the  expected  energy  resolution 
would  therefore  be  15%.  While  this  figure  is  not  as  low  has 
been  achieved  with  the  smaller  prototype  detectors  in  [4]  and 
[5],  it  does  demonstrate  that  the  technology  has  been 
successfully  scaled  up  to  64  pixels  while  maintaining  a 
reasonable  energy  resolution.  The  simulations  from  [13],  for 
example,  show  little  difference  in  breast  tumor  imaging 
qualities  over  a  range  of  energy  resolutions  from  5  to  15% 
tWhm.  Thus  modular  imaging  devices  of  useful  imaging  size 
and  good  performance  can  be  assembled  from  this  technology. 


average  of  17%.  Results  are  typical  for  the  64-pixel  module. 

V.  Conclusions 

The  key  and  innovative  advances  in  the  development  cf 
the  64-pixeI  compact  imaging  modules  are  (1)  the  IC  which 
allows  efficient  readout  of  many  channels  and  (2)  the  low 
leakage  current  Si  PIN  photodiodes  which  can  replace 
traditional  PMTs  without  introducing  unacceptably  high 


electronic  noise.  Both  devices  behave  to  expectations  and 
contribute  to  a  highly  compact  imaging  module  that 
demonstrates  good  performance  and  has  virtually  no  dead 
area. 

In  addition  to  the  emphasis  on  compactness,  the  module 
has  been  designed  so  that  an  array  of  such  devices  can  be 
assembled  to  form  a  complete  compact  gamma  camera  cf 
useful  imaging  size.  Future  directions  for  this  work  obviously 
include  constructing  such  a  camera  and  characterizing  its 
performance.  This  involves  the  design  and  fabrication  of  a 
motherboard  which  the  individual  modules  are  plugged  in  to 
and  which  interfaces  with  a  data  acquisition  computer,  a 
project  already  underway  for  a  4  x  4  16  module  design. 
Finally,  since  the  energy  resolution  of  the  complete  64-pixel 
modules  is  currently  adequate  but  not  at  the  minimum  for 
this  technology,  some  effort  will  be  directed  toward  further 
improving  it. 
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